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Emerson - LIQ_MAN_ABR_226


Below are all the different types of Emerson. Select the device of your choice, to download the manual 
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					Click here to download the manual
Contents
 Instruction Manual   LIQ_MAN_ABR_226    226   April 2014    Submersion Insertion Toroidal Sensor   For additional information  please visit our website at www rosemountanalytical com    A CAUTION    SENSOR PROCESS APPLICATION COMPATIBILITY   The wetted sensor materials may not be compatible with process composition and operating conditions   Application compatibility is entirely the responsibility of the user     A CAUTION    Before removing the sensor  be absolutely certain that the process pressure is reduced to 0 psig and the process  temperature is lowered to a safe level    Specifications   Wetted Material  PEEK  glass filled   EPDM gasket  Temperature  248   F  120   C  maximum  Pressure  295 psig  2135 kPa abs    Installation   Keep at least 2 4 in   60 mm  between the sensor a
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